[Comparison of two methods for determining G, A, M immunoglobulins (spectrophotometry and radial immunodiffusion)].
Blood serum levels of immunoglobulins A, G, and M were measured by two methods, spectrophotometry and radial immunodiffusion. The results were in good correlation, this permitting the authors recommend spectrophotometry as a simpler and more objective method for such measurements.